
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 Electro-Optical Modulators 

 



EOMs Operating Manual  

Ref.  Ed. 0  ģ 08/02/2021   2 

 

Vcdng"qh"Eqpvgpvu 
 

 

TABLE OF CONTENTS  ......................................................................................................... 2 

1 HANDLING INSTRUCTIONS  ............................................................................................ 3 

1.1 UNPACKING STEPS  ..................................................................................................................... 3 

1.2 WARNINGS T O AVOID DAMAGE  ................................................................................................... 9 

2 INSTRUCTIONS BEFORE USE  ........................................................................................ 10 

2.1 CLEANING  ................................................................................................................................ 10 

2.1 OPTICAL INTERFAC ES ............................................................................................................... 10 

2.1 ELECTRICAL INTERFACES  .......................................................................................................... 12 

2.2  MAXIMUM RATINGS  .................................................................................................................. 14 

3 MEASUREMENT PARAMETERS  .................................................................................... 15 

3.1 INSERTION LOSS (IL)  ................................................................................................................ 15 

3.2  STATIC EXTINCTION RATIO (SER) ............................................................................................ 18 

3.3 HALF- WAVE VOLTAGE (Vp) AT LOW FREQUENCIES (KHZ) .......................................................... 20 

3.4 RESIDUAL AMPLITUDE MODULATION (RAM)  ........................................................................... 22 

3.5 POLARIZATION EXTINCTION RATIO (PER) ................................................................................ 23 

3.6  POLARIZATION DEPENDENT LOSS (PDL) .................................................................................. 25 

3.7 ELECTRICAL RETURN LOSS S11 & ELECTRO- OPTICAL BANDWIDTH S21 .......................................... 26 

 



EOMs Operating Manual  

Ref.  Ed. 0  ģ 08/02/2021   3 

 Jcpfnkpi"kpuvtwevkqpu 

1.1 Wprcemkpi"uvgru 
 

1)  Put the blister pack on a flat surface to open it : 

 
Fig. 1 

 

2) To open the blister pack either peel off or cut the orange label located on the front : 

 
Fig. 2 
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Fig. 3 

 

3) To open the blister pack,  you c an use the notches on the front:   

 
Fig. 4 
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Fig. 5 

 

4) Fgnkecvgn{"tgoqxg"vjg"Ĩfq"pqv"rwnn"jgtgĩ"labels  and place them on another part of the blister 

pack : 

 
Fig. 6 

 












































